
ScanImage vDAQ Mesoscope Wiring Diagram

Digital IO:
D2.0 – Resonant Sync
D3.0 – Resonant Enable
D3.1 – Shutter
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Analog Outputs:
AO0 – X Galvo Control
AO1 – Y Galvo Control
AO2 – Pockels Control
AO3 – Z control (Path 1)
AO4 – Z control (Path 2)
AO5 – Resonant Zoom
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Analog Inputs:
AI0 – X Galvo Feedback
AI1 – Y Galvo Feedback
AI2 – Power Feedback (Photodiode)
AI3 – Z Feedback (Path 1)
AI4 – Z Feedback (Path 2)

Note: Only connect included 
vDAQ breakout. Do NOT connect 
any other style breakout 

vDAQ Connector Panel (Rear of PC)
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